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STATISTICAL PLAN

A previous study collected data on 35 subjects using Red Diamond
disposable sensors during an observational study. Since Arusis always a
positive quantity, the Log Normal distribution was used in a Monte
Carlo analysis to determine an adequate number of subjects. After
sampling Subjects with replacement, the analysis determined that a
subject count of 25, or more, allowed detection of 0.3 %Sp0, changes
in Arms With 95% confidence and Power > 0.80.



